[Evaluation of intraocular lenses].
With an optical spherometer and a collimator it is possible to determine the curvature radii, focal length, and vertex power of IOLs. For testing image quality, optotype charts of the kind familiar to ophthalmologists should be used, and the images produced by the IOLs in air or water observed with a microscope. Bicofal intraocular lenses should always be tested in a solution in planoparallel cuvettes or artificial eyes. The imaging characteristics of different lenses can be demonstrated using a telescope with 1 x magnification.